[Standardized disk tests for the determination of bacterial resistance ].
This paper describes the standardized Kirby-Bauer disc method for the determination of antibacterial susceptibility, also including choice of antimicrobials, interpretation of results, problems with particular bacteria, and quality control. Only a meticulous adherence to the details of the method will guarantee reliable results.